[Analysis of carbon in low alloy steel by XRF].
In this paper optimum conditions for the analysis of carbon have been found and a new sampling method introduced. The detection limit is 0.0179% and the standard deviation is 0.0039% as C=0.18%. The method has been used for the determination of carbon in low alloy steel with satisfactory results.